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DRILL FOR COTTER PIN 0P,
— BEFORE ASSEMBLY
e 2755 000] 1375 3100
STROKE OP.-P.T.MAX.-120.T. 1. THIS IS A UHV ASSEMBLY, KEEP THE
UHV PARTS CLEAN DURING ASSENBLY
| AND WRAP UP FOR UHV PACKING
WITH ALOMINOM FOIL
2, DEVICE SHALL BE LEAK TESTED
— USING A MASS SPECTROMETER WITH
D 1 MINIMUM SENSITIVITY FOR HELIUM
> I OF 2X 10-10 STANDARD CCISEC PER
L T LEAK METER DIVISION, SUCH AS:
ALCATEL ASH-110TCL
(3000 76.20) VARIANNCR 525 OR 936
M VEECO MS-9, MS-90 OR MS-18
Du PONT CEC 24-1208
CALIBRATION OF THE LEAK DETECTOR
SENSITIVITY SHALL BE PERFORMED JUST
—— e o — o — e ] PRIOR TO TESTING
: FINAL TEST WILL CONSIST OF SURROUNDING
. g THE CHAMBER (BAGGING) WITH HELIUM. THE
5 CHAVBER WILL BE REJECTED IF A 2% DEFLECTION
o W THE NOST SENSITVE RAVGE OF THE LEAK
c ] DETECTOR IS SENSED WITHIN 1 MIN.
LLU
1 3. ALL DIMENSIONS WITH  AREIMILLIMETERS.
4. ALL DRILLED HEAD SCREWS SHALL B
WIRED TO LOCK IN PLACE
1 6 BEFORE ASSEVBLE SWAGELOK MALE CONNECTORS,
USE SILVER GOGP TREAD LUBRICANT FROM
— SWAGELOK CO. T0 ALLOW CONNECTORS 10 8E
< DISASSEMBLED WITHOUT SPECIAL TOOLS
7 6 9 5 n
= V16504 16 CorrER PN s s
10 13 o 516 LocKk wasHER ssT s
o 10 LocK waSHER ssT 0
1 1 1 55-600-1-4 MALE CONNECTOR (SWAGELOCK) SST 316 2
B 12 14 f #1024 UNG x 12 LG SHCS (ORILL HD) SSTSILVERPLTD | 4
9 5/16-24 UNF HEX. CASTLE NUT 8
© [p4105090909.520003 | P9-50 COUNTER WEIGHT soT T
7 |P4105090909-520002 P9-50 TUNGSTEN BLOCK ST 1
4105000508 520001 | P50 TUNGSTEN M. BRACKET o f
1009 METAL SEAL GASKET (MDC) (OFHC COPPER 1
51624 ONF X 2.1 LG 1277 (BRILLFD) st siverpLi |8
5/16 PLAIN WASHER (N) SST 8
REFERENCE SOURCE: P4105090909:520700 | P50 COOLING ASSEMSL T
1 [p4105090103-870000 | A3 70 mm LINEAR ACTUATOR ASSEMBLY 1
1 (ewaceLon) o] omewrons v e o
DEARBORN VALVE & FITTING CO. st
1540 N. OLD RAND ROAD e e [ ——
P, BOX 847 [
AUCONDA 1L 600840847 e A2319100 { £, ARGONNE NATIONAL LABORATORY
708-526-6900 1o oo e e o
FAX: 708:526-1221 o 2.60GoL 7124199 D.5HU 1212095 " ADVANCED PHOTON SOU
A ) J.CHANG 12/7/94 T.M.KUZAY 112/20/9
i KU 9.5 INTEGRAL SHUTTER (£)
‘ — 3 GoGOLICHANGRA:
e SHUTTER SUB ASSEMBLY
} } } } JcHANG 12119
o ot Ste paRTS LsT ’7
I e Lo Towo ] .. | E | P4105090909-520000-00
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